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Date Issued: February 8, 2025

Subject: Extended Expiration Dating for VALIDATE® THY test kit.

Explanation: Ongoing Quality Control testing has led us to extend the expiration
dating for the lot number of VALIDATE® calibration verification / linearity 
test kit listed below:     

VALIDATE® 
Updated Expiration Date

THY 901AB 10724074 2025-11-15

Contact Information: Technical Support Department 
LGC Clinical Diagnostics, Inc.
221 US Route 1
Cumberland Foreside, ME  04110
Phone:            1-800-377-9684 
         +1-207-892-1300 
Fax:  +1-207-892-2266
E-mail: msc.techsupport@LGCGroup.com
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