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Case Study #5: Imprecision of Repetitions at Levels 2 through 5

Initial Results: A laboratory performed routine calibration verification / linearity testing using VALIDATE® GC3. Results
for all enzymes demonstrated imprecision at levels 2 through 5. The following AST report was generated using MSDRx®,
LGC Maine Standards Data Reduction software:
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The laboratory contacted LGC Maine Standards Technical Support. Technical Support advised the laboratory that the
results were not consistent with Peers and that the curve does not demonstrate typical reproducibility of repetitions of
levels 2 through 5.

Troubleshooting: The laboratory took the troubleshooting step of contacting the instrument manufacturer and requested
a service call. During the service call, a cracked sample syringe case was discovered and replaced. To confirm the issue
was corrected the laboratory re-ran their VALIDATE® GC3 test kit. The updated MSDRx® report for AST showed that all
levels were within the statistical limits and precision of the repetitions at all levels acceptable. The laboratory accepted the
updated results and determined that they had validated the linearity across the reportable range of the method.
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Summary: LGC Maine Standards Technical Support advised that recovery and reproducibility was not consistent with
Peers. In this case, a cracked syringe case caused the impression seen between repetitions. This case study
emphasizes that calibration and running QC may not always detect instrument issues.
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